Accuracy of preoperative estimation of resection weight in transurethral prostatectomy.
In a prospective study of 150 consecutive transurethral resections of the prostate gland the preoperative estimate of gland weight was compared to the actual resected weight. The data revealed a wide variation between estimated and actual weight in all size glands.